Aim: The aim of this study was to evaluate the effect of different concentrations of sodium hypochlorite (NaOCl), solutions on the surfaces of nickel-titanium (Ni-Ti) rotary files using atomic force microscopy (AFM).
INTRODUCTION
Nickel-titanium (Ni-Ti) alloys were developed in the early 1960s by Buehler WF, a metallurgist at the Naval OrdnanceLaboratory in Silver Springs, Maryland, USA. Later on, Walia et al.introduced Ni-Ti endodontic rotary files to the field of endodontics because of its property of superior elasticity and resistance to torsional fracture. 1 Studies have shown that Ni-Ti instruments have superior shaping ability compared to stainless steel files. 2 The endodontic files are manufactured with alloys containing approximately 56% (weight) nickel and 44% (weight) titanium. Even though Ni-Ti instruments have many advantages, the incidence of instrument separations and fractures are very common during clinical use. 3 The instrument fracture can occur in two different ways: fracture because of torsional fatigue and fracture because of flexural fatigue. 4 The cleaning and shaping procedures make the files in constant contact with the irrigants. Recent studies have shown that even short-term contact with many of the irrigants can cause alterations on the surface of Ni-Ti instruments. 5 Sodium hypochlorite is the most commonly used endodontic irrigant whose antimicrobial effectiveness is based on its high pH (pH > 11). During clinical use and cleaning and sterilization procedures. There is constant contact between rotary Ni-Ti instruments and the NaOCl solution which may lead to instrument separation. 6 Recently many studies have investigated the surface alterations on the files using SEM evaluation, but it did not gain popularity because it requires sample preparation. AFM (5500-Agilent Technologies, USA), a recent examination technique is used to reconstruct three-dimensional surface topography images in real time. It belongs to the scanning probe microscopy family with a tip attached to a flexible cantilever which is used to examine the surface and probe the sample surface. Deflection if any occurs in the z-direction due to surface topography during tip scanning over the sample surface. A photodiode can detect this deflection through a laser beam focused on and reflected from the rear of the cantilever. Thus AFM can record data of the samples in digital form as sets of x, y and z values.
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The aim of this study is to evaluate the effect of various concentrations of sodium hypochlorite on the surface of the used ProTaper file using AFM.
MATERIALS AND METHODS
A total of sixteen ProTaper F1 files (Dentsply mailefer) were used for this study. Various concentrations of sodium hypochlorite; 2.5%, 5.25%, 8.25% were used as irrigants for 40 seconds.Cleaning and shaping were done on the distal roots of mandibular molars using the standard irrigation protocol for about 2 minutes. The samples were then divided into four groups after five uses based on concentration of sodium hypochlorite used.
• After five uses on the distal root of mandibular molars, the specimens were thoroughly rinsed with 5 mL of normal saline and then dried with filter paper. Specimens were attached to the metal base of AFM (5500-Agilent Technologies, USA) with double-sided tape. Sixteen surface areas along 3 mm sections at the tip of the files (perfect squares of 1 mm × 1 mm) were analyzed by AFM operating in contact mode under ambient conditions. Three-dimensional images were processed using Gwyddion software. For all the four groups the root mean square value (RMS) of the scanned surface profiles was recorded (Figs 1 to 4 ) , and data were analyzed using one-way ANOVA and Duncan's multiple range tests.
RESULT
The present study deals with testing whether there is any significant difference in the mean RMS values among the four groups. The four groups are-2.5% NaOCl, 5.25% NaOCl, 8.25% NaOCl and control. One-way ANOVA is used for the analysis and post hoc test was done. Error bars are also drawn to visually understand the difference. In all the analysis significance level is taken to be 0.05. Statistical analysis was carried out using statistical package, SPSS (version 22.0.0.0).
Descriptive Statistics
The descriptive statistics of the RMS values are obtained in Table 1 .
From the descriptive statistics (Table 1) it can be observed that the mean RMS value is highest for 8.25% NaOCl group and the least for control group.
The box plot (Graph 1) suggests that the RMS values are distributed symmetrically and also contains no outliers. Table 2 suggests that the values are normally distributed for each group. Another assumption is that the population variances among the groups should be equal. Levene's test is used to test the null hypothesis that the population variances among the groups are equal. Table 3 can be observed that the population variances among the groups are equal.
One-way ANOVA
As the assumptions of the test are satisfied, ANOVA is used to test the null hypothesis that there is no significant difference in mean RMS values among the groups (Table 4) .
From Table 4 , it can be concluded that there is significant difference in mean RMS values [F (3, 12)] = 220.665, p-value < 0.001) among the groups. As there is significant difference among the groups, Tukey's post-hoc test was conducted. Table 5 suggest that there is significant difference in mean RMS values among each pair of groups.
From the error bar (Graph 2) it can be observed that there is significant difference in mean RMS value among each group as there is no overlapping. 
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DISCUSSION
The ideal endodontic irrigant should be antibacterial, dissolve the necrotic tissue, lubricate the canal, remove the smear layer and should not irritate the healthy tissues. Sodium hypochlorite is by far recognized as the most effective and efficient irrigant in endodontics. 6 It is an effective antimicrobial with tissue-dissolving capabilities and has also been recommended as a cleaning agent for endodontic instruments after clinical use. 7 Throughout the cleaning and shaping procedure and preparation, the endodontic irrigant is in constant contact with the endodontic files. Therefore, the effects of these solutions on the surface of instruments should be well taken into account. Previous studies have clearly stated that corrosion may be dependent on the time of contact and concentration of the irrigating solution. 5 This corrosion, leading to surface alterations plays an important role in clinical instrument separation, and it is an undesired event that could affect the success of endodontic therapy. 8 Recent studies have shown that sodium hypochlorite can corrode metal and alloys used in the manufacturing of endodontic files which causes, selective removal of nickel from the surface of Ni-Ti instrument, leading to micro-pitting. 9 These surface alterations can be best analyzed using SEM and AFM evaluation. Since scanning electron microscopy cannot give a qualitative data on surface irregularities, AFM was the chosen method of surface roughness evaluation in this study. 10 Atomic force microscopy can provide an appropriate topographic contrast with greater details and will reconstruct a three-dimensional image of the sample surface topography in real time. 11 Also AFM has ease of operation and user-friendly. Thus atomic force microscopy was recommended in this study to evaluate the surface characteristics of rotary Ni-Ti files. 12, 13 In accordance with the study done by the Topuz et al., NaOCl caused surface deteriorations, thereby contributing to the early fracture of Ni-Ti files. 12 Cavelleri et al., studied the effects of NaOCl on Ni-Ti files surface using digital scanning microscopy and evaluated the surface roughness. 14 The digital scanning microscopy evaluation demonstrated no alteration on the surfaces. This result may be attributed to the difference in the analysis method with our study. In this study, ProTaper Ni-Ti file system used for the cleaning and shaping procedure of root canals were evaluated for surface alterations. The Nitinol alloy used in the manufacture of ProTaper instruments contains approximately 56% (wt.) nickel and 44% (wt.) titanium. 15 The manufacturers of endodontic files, claim to have developed a technology with focus on altering the surface and alloy microstructure to enhance the efficacy and the longevity of the Ni-Ti instruments. 16, 17 Some manufacturers claim that electrochemical polishing of the surface of their Ni-Ti file systems can decrease corrosion. 16 In this study AFM evaluation has shown that even unused ProTaper files have surface irregularities in a microscopic level which may be attributed to irregularities during alloy manufacturing. In this study, it was observed that sodium hypochlorite at all concentrations caused deterioration on the Ni-Ti file surface. It is well documented that microstructural defects may lead to areas of stress concentration and crack formation which in turn weaken the structure of the Ni-Ti instrument. 18 This is in accordance with the studies of Sonntag and Peters and Berutti et al. who observed localized corrosion defects and microcracks on the surfaces of Ni-Ti files after immersion in 2.5 and 5% NaOCl solution. 19, 20 In contrast to many previous studies, Cavalleri et al. reported that the contact of NaOCl for up to 10 minutes does not alter the surface of ProTaper files through corrosion. This may be attributed to the area of selection, and the method used for evaluation in the study. The pulp dissolution property of 8.25% NaOCl was significantly faster than any other tested concentration of NaOCl and had no effect on dentine flexural strength and modulus. 22 in this study however increasing the concentration of NaOCl had a negative impact on the Ni-Ti files causing increased corrosion and micro-pitting which, in turn, can lead to early breakage during clinical use. Recently various methods have been attempted to enhance the surface of Ni-Ti instruments and thus increase the surface hardness and flexibility and improve the resistance to cyclic fatigue and cutting efficiency of endodontic instruments have been advocated which Graph 2: Error bar includes plasma immersion ion implantation, thermal nitridation, cryogenic treatment, and electropolishing.
Plasma immersion ion implantation is a recent technique and was introduced by Conrad et al. and Tendys et al. It is facilitated by hot filament discharge, inductively coupled plasma, radio frequency, electron cyclotron resonance system or high voltage bias self-ignition. In this method, the specimen is first placed in an electric chamber and then immersed in the plasma. Following this then a highly negative pulsating voltage is applied to the sample. The plasma releases negative ions which are then extracted undergo acceleration and bombarded into the specimen. This can improve the mechanical properties of endodontic files such as hardness, friction coefficients, and wear and corrosion resistance.
In thermal nitridation, Ni-Ti file samples are first annealed at 900° C for one and a half hours and then annealed at 1000° C for one hour in sealed containers. During this process, Nitrogen (N) atoms are released and diffused into the samples. A steel foil attached to the walls of container, consisting of a notable amount of Chromium scavenge the atmospheric oxygen and makes the environment further reducing. Thus the surface consists of a thin outer layer of TiN and a thicker Ti2Ni layer underneath. This can considerably increase the mechanical property of the endodontic instrument. Shenhar et al. and Huang et al. have shown significantly increased the corrosion resistance of these treated files placed in contact with 5.25% NaOCl.
Another technique is cryogenic treatment, or the cold treatment of Ni-Ti files can improve the surface hardness and thermal stability of the metal. This treatment involves an optimum temperature range between -60° C and -80° C depending upon the material of the sample and the quenching parameters used. The process involves submersing metal in a super-cooled bath containing liquid Nitrogen at very low temperature (-196°C/-320°F) and then allowing the metal to slowly warm at room temperature.
Electropolishing is an electrochemical process for removal of the material layer from a metallic surface. It is usually employed as a final finish during manufacturing of Ni-Ti instruments. The surface chemistry and morphology are altered while surface imperfections are removed as dissolved metal ions. Simultaneously, titanium is oxidized to TiO 2 , which protects the underlying material from further corrosion.
NaOCl at all concentrations showed alterations on the surface of ProTaper files and because the lower concentration demonstrated fewer surface alterations, the use of lowest concentration may be recommended to avoid weakening of the ProTaper file.
CONCLUSION
Within the limitations of my study, it was shown that short-term contact between NaOCl and ProTaper instruments increased their RMS value indicating deterioration on the surface
